[ProTon--a new portable tonometer. Initial experimental and clinical results].
To determine the accuracy of a new portable tonometer using the Mackay Marg principle (ProTon, Tomey) we measured three cadaver eyes in vitro and 196 eyes of 98 patients in vivo. The 325 manometric determined IOP values were compared to ProTon measurements in three enucleated, canulated human eyes. The correlation was r = 0.99. In a clinical study 196 eyes were measured with both the Goldmann and the ProTon tonometer. The results showed good correspondence with a correlation of r = 0.95. The statistical significance (paired t-test) was P < 0.001.